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]
.H . .-':’ 4, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
<n STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT REPOAT f8

, . , - {RECEIVED ’——
Cormplele this repor at the lime of the regular monthly preventive maintenance check (nol lo exceed 35 daysisy Carol Day at 8:37 am, Jan 23, 2014
Complete Ihis repor whenever the instrument is serviced or repairad and whenever it is placed inlo service.
Relain the original and send a copy within 16 days lo the Breath Alcohol Program, DHSS.
DATAMABTER N NAME OF AGENGY DATE OF [NSPECTION
960062 Riverview PD 01/22/2014
TIME OF INSPECTION

LOCATION OF INSTRUMENT {STREET ANO CITY)
9699 Litac Riverview 12:03 pm

CHECKLIST: Place a mark In the box by each Item [f found lo be sallsfaclory or [f operaling wilhin eslablished limits, (Wiile In observed values
where determined.) Unmarked ilems musl be corracled before using instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printoury 01/22/2014 12:03
[/ compuTER i1 peTecTor
PROGRAM I/ FiLTERS
[¢] HEATERS SAMPLE CHAMBER 49°C QUARTZ STANDARD
[¥] FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

I/l INDICATOR LIGHTS

EXP. DATE 07/29/2015

[¥] sIMULATOR SOLUTION SUPPLIER Guth ' LOT # 13210

¥l SIMULATOR TEMP (34°C +0.2°C) 34 °C SIMULATOR SN SD2769 EXP. DATE 021’07/201{3

CALIBRATION CHECK —~ (ONLY ONE STANDARD I$ TO BE USED PER MAINTENANCE REPORT)

Bun three tesls using a slandard solulion. All three lests must be wilhin 5% of the standard value and musl have a spread of .005 or
less. Mark |he box corresponding to the sfandard solullen being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
L] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INGLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 08 TEST2w (00 TEST3w pgo

m PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REFORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [{0-04) 0 (-05-.08) 0 (-10-.14) 0 (.15-.19) 0 OVER .18 0

LIST AHY NEW PARTS AND GESCRIBE ANY ALTERATION OR MODIFICATION THAT \AS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHIMN ESTABLISHED LIMITS
{USE GTHER SIDE IF NECEGIARY).

PRINT FULL NAME

Nicholes Allred

TYPE Il FERMIY RUMBEREXPIAATIONDATE o TELEPHONE NUMBER
220438 12/27/2014 (314) 868-9130
RETURN COMPLETED REPORY TO THE: Breath Aleaho! Program, MO Depariment of Healih and Senlor Serviees, Soulheast Districl Offlce

2875 James Blivd.
Poplar Bluf, MO 63901

MO 550-1483 (2-08) A EQUAL OPPORTURTTY/AFFTANATIVE AGTION EMFLOYER LAB-1i5
. Eetyicos prodded o0 a ronieaimalory bass
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® |
@ GUTH LABORATORIES, INC.

400 NORTH 67th BYREET ¢ HARRISBURQ, PA 17111 4511 © TELEPHONE: 747-584-0470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

- Random Samples of Lot Number 13210 of
Alcoho} Reference Solution for Simulator were analyzed by
gas chromatography on July 31, 2013, using a Perkin Elmer Gas Chromatbgraph.
Autosystem XL'S/N: 610N9030209, and found to contain 0.1216% (wlvol)
ethyl alcohol. The expiration date for this lot
number is July 29,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C #/« .2°C, this solution will give~a breath alechol
analysis instrument reading -of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substinces.

Tq;i'. L. Pauley, Presideht
" GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI222[1-02 whose .

values are-traceable to NIST. _
All balances are callbrated annually by an eutside agency using NIST traceable weights.
Calibration verification is done prior to each use itillzing NIST traceable welghts, : .

N el sl
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- State of Missouri -
DEPARTMENT OF HEALTH

PERMIT
TYPE I

NICHOLES C ALLRED

Is hereby authorized to Irstruct and suparvise operators, train Instructors, inspeet,
calibrate, perform fleld repalirs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of explred (alveolat)
alr. lssuad under the provisions of sections 677,020 through 57?:0{@.“%1!0 1988,

1270012 LAm -
ale 220438 Direclor of Blale Publio Heallh Laberalory
Number — Aol Uw(\ma- AOTING DIRECTOR
pies 12037/2014
Dlreclor, Daparimen] of Heallh  *

140 640-0771 (7-88) Lab. d (R7-54)




